
Operation Mode
Peripheral blood collection

Washing Hand Wipe and disinfect 
the tester's fingertip 
with alcohol pad

Gently pinch the 
fingertip with lancet 
to collect the blood

Squeeze out the 
blood

Use the pipette to draw 
the right amount of blood

Add one drop blood about 
10μl to the specimen well

Add one drop buffer 45μl 
to the specimen well

Apply pressure to 
stop bleeding Reaction time 15 mins 

Results

Positive Negative Invalid


